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A feasibilhy stody of limb 

VaUUME MEASURING SYSTEMS 

I. INTRODUCTION 

Cardiovascular decx^nditioning, as evidenced by diminished ortho- 
static tolerance, is the most consistently observed and most profound 
of the effects induced by a zero gravity environment upon the human 
cardiovascular system. The study and evaluation of cardiovascular 
deconditioning by lower body negative pressure (LBNP) experiments 
during space flight impose unique requirements on the limb volume 
measuring system (LVMS) used. The LVMS must operate in both earth 
gravity and zero gravity in the presence of dirt, saltwater, high 
humidil^/ variable terrperature and variable pressure. The size and 
operation of the LVt-lS must be corpatible with those of the IiBNP tank. 
Acceptable operation of the LVMS permits a maximum error of 0.3% of 
the volume change. Methods of measurement vdiich meet the above re- 
quirements must also be evaluated on the basis of: 

1. Sensitivity 

2. Accuracy 

3. Interaction with Subject 

4. Siitplxcity of Operation - 

5. Size 

6. Calibration requirements 

7. Range and adjustability 

8. Cost 

9. Operational availability 
The purpose of this feasibility st\3dy is to: 

1. Evaluate current and potential methods for measuring 
limb volume 
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2* Perform indepth studies of those methods \shich show 
premise of meeting the functional requirements with- 
in the operational restrictions of the LOTP esqperi- 
mants. 

3. Design, fabricate, test and analyze the LVMS system (s) 
which shews the highest probability of success. 



II. OJPRENT METHODS OF PLETHYSyDGRAPHY 


Plethysmography originated in the mid'-seventeenth centtary with 
the work of Francis Glisson and Jan Swainmerdam [14] . Modem plethys- 
mography, however, is considered to have originated with the work of 
Hewlett and Van Zwaluwenburg [14] \diich was concerned with blood flow 
rates determined from volume changes in animal and human organs. The 
use of plethysmography to measure blood flow and volume changes in the 
extremities of the human body is now ccrnraon practice. Although plethys- 
mographic techniques are used for a variety of applications, this report 
is restricted to those techniques applicable to lcs^;er limb volume 
neasirrements. These techniques may be divided into three basic types; 
p^oto-electric , fluid displacement and electrical. 

A. Photo-Electric Plethysmographs 

The photo-electric plethysmograph detects changes in the trans- 
parency and reflectivity of a body region as a function of blood flow 
[8, 14]. While transp>arency and ref lectivity iieasurements are made on 
smaller appendages, such as ear lobes and fingers, only reflectivity 
measurements are applicable to the limbs. 

Present systems contain the light source and photo detector side- 
by side in a small unit. These are commercially available and are 
designed to be clipped to a small segment (finger tip, etc.) or attached 
with elastic straps or adliesives directly over a major airtery. While 
this technique is less susceptible to muscle movement than others, it 
is difficult to extrapolate the discreet measurements to reflect total 



volume of the liirib. The basic technique may, however, be used in a 
system more applicable to the requirenents of a LVMS. 

B, Fluid Displacement Plethysmographs 

Basically, this technique employs a rigid ccnparim^t \diich encloses 
the organ or limb under investigation. The ccsipartment is sealed such 
that it becones air-or-water-tight, except for passage to the measuring 
or monitoring device. An increase in the volume of the limb or organ 
should thus displace an exactly equal voluire of water or air (at con- 
stant teitperature and pressure) . The displaced fluid can then be 
measured and related directly to the volune change of the organ. 

Since fluid displacement plethysmographs measure directly the 
volume change and becaxose they are sirrpler than other types, they are 
generally considered tlie most reliable for quantitative neasurenents 
of changes in limb volime [4] . This type of plethysmograph, however, 
does have basic deficiences, the most prcsninent of which are (1) tesi^ 
erature change of the mediums most be taken into account and (2) a fluid 
seal must be maintained. If the chamber is sealed to the limb, the seal 
must not ccnpress or stretch the tissue? if the seal is in the form of 
a sleeve which encloses the limb, it also must neither ccnpress the 
tissue nor restrain any volume increase in the limb. 

Early versions of the displacement plethysmograph [4, 6, 7, 17] 
utilized mechanical means of <^tecting volurre displacement vdiile modem 
systems provide improved reliability and convenience through the use of 
electrical transducers [2, 10, 15, 19, 23]. 

The open water plethysroograph [26] shown in Fig. 1 is representa- 
tive of modem displacement systoris. This plethysmograph has two 
chambers whicdi are corpletely independent. Rubber sleeves are used for 







^.Fig.'l . riTO<XiMPARI^IEOT, FREE SURFACE PLEaHYSMOGRAPH 
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sealing and skin contact. Volume change is measured in the distal chamber 
viiile the proximal chamber is used to prevent venous congestion. Venous 
pressure is measured with a small catheter inserted into a forearm vein. 

This system gives an accurate pressure-volume curve from which local venous 
volume at local venous pressure can be accurately predicted. 

The siitple and direct measurement provided by the fluid-displacement 
plethysmograph has consistently been more reliable than that provided by 
alternate systems. Hcwever/ it still has problems of irtroobility, bulki- 
ness and, in the gas systems, the problems of ccnpressibility and high 
thermal ejq^ansion of the gas must be considered. In all displacettent 
plethysmographs , sealing against leakage is a problem. While these 
problems exist, care and ccctprcmise have allcwed extensive application 
of this type of system. 

C. Electrical Plethysmographs 

The most commonly used electrical device is the Whitney gauge [24] 

^diich measures the circumference of the lirrib by the change in resistance 
of a mercury thread. The mercury is contained in a small bore, thick wall 
rubber tube. Electrical contact with the mercury is maintained by tapered 
copper pins which close the ends of the tube. This assembly provides a 
flexible, highly extensible strain gauge vhich, vdien used as one arm of 
a Wheatstone bridge, is very sensitive to small changes in length. 

Since bench calibration is not necessarily applicable to the same gauge 
mounted on a limb, absolute measurements of limb circumference are question- 
able; however, relative changes can be measured with a high degree of 
sensitivity and repeatability. IV^rperature ccnpensation is required to 
obtain maximum repeatability. According to Whitney this gauge is as 
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accurate as the air and water plethysmographs. The possible outgassing 
of mercury at reduced anbient pressure in a closed environment poses a 
distinct hazard, however. 

A more recent electrical plethysmographic technique is the electrical 
iirpedance method in which Icw-level current is applied in the radio 
frequency range to the body segn^t through electrodes placed on either 
side or around the segment. Electronic instrumentation of iirpedance 
plethysmography is usually designed to iteasure changes in the resistive 
carponent of inpedance occtirring with volume change [21] . Such measure- 
ments provide a useful qualitative index of volume changes. Quantitative 
information concerning volume dianges is based on a knowledge of the 
specific resistivity, segment length and the measured resistive inpedance. 
These attenpts, while encouraging, have failed to establish the quantita- 
tive reliability of the technique [4] . Major problems inherent with 
electrical inpedance plethysmography include inadequate calibration, electrode 
instability and inconstancy of specific resistivity [9] . 

A third electrical approach to limb volure measurement is offered by 
the electro-capacitance technique which utilizes the variation of capaci- 
tance with the orientation of the plates. While several investigators 
have reported various configurations [3, 5, 12, 13, 25] of the capacitance 
plethysraograph, the system reported by Mannex and Gowen [20] appears to 
offer the most reliable operation. This capacitance transducer consists 
of a circumferential semi-rigid band as one plate of a capacitor separated 
from the other plate (the skin) by a layer of polyurethane foam. With 
changes in leg volume, the skin to band distance is altered and the 
resultant change in capacitance is detected at the demodulator located on 
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the band, J^ropriate shielding techniques are utilized to reduce 
proximity and fringing effects. The transducer contains a series of 
volume calibration plates for relating the output change to leg volume 
changes. 

The Mannex-Kjcwen system avoids seme of the problems of the "standard" 
Whitney gauge, hewever, sensitivity to changes in pressure, teirperature 
and h\jnidity present operational corplications. 

Of all the current methods of plethysmography considered, only the 
capacitance gauge is directly applicable to the LBNP exper'iments; hcM^ 
ever, the photo-electric, fluid displacement and strain gauge methods 
offer various advantages vdiich warrant their consideration. 
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III. CCKPARISON mo EVMJDATION CF 

POTENTIAL PLBTHYSMOGFAPHIC TE)CHNIQUES 

The relative change in vol\me of a body segment can be readily 
detected in a great variety of ways. The requirements of sensitivity 
and accuracy, plus the special requirements of experiments, im- 
mediately eliminate many of these techniques fran consideration. The 
techniques considered in this report include new concepts as v?ell as 
modification of current methods that offer particular advantages such 
as siirplicity or accuracy. The capacitance gauge is not considered in 
this evaluation since it has previously undergone extensive development 
and analysis for use with LBNP experiemnts [20] . The methods considered 
may be grouped in four categories as follows: 

1. Fluid Displacement 

a. Water displacement 

2. Pneumatic 

a. Pneumatic capacitance (Fluidic) 

3. Optical 

a. Moving Image 

b. Contour cmetric 

c. Reflective Scanner 

4 . Electrcmechanical 

a. Radial Displacement Transducer (LVDT) 

b. Odctietric (Rolling contact) 

A, Fluid Displacement 

The system considered consists of a water-filled closed chaniber 
(hemetically sealed) which fits around the linto and is separated from 
the limb by a silastic rubber envelope. The chanber is in two parts 
(Fig. 2) and hinged to facilitate mounting. Although this ccncept showed 
premise of providing accurate and sensitive msasuronents under laboratory 



10 



Fig. 2 HEI^IDriGmiY SEALED, LIQUID DISPLACEIEITr PLEIKYSIOGI^H 
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conditions, sealing problems cx^upled with limited adjustability and 
gravily dependent hydraulic forces discouraged further development. 

i \ 

B. Pneumatic 

1. Pneumatic Capacitance 

In this method the limb is surroinded by a rigid enclosure. Ihe 
annular gap (chamber) bounded by the limb and the rigid enclosure can 
be used as a tunable capacitor in a fluidic oscillator circuit. The 
volume of the annular gap, vhich will change directly with the leg 
volume, can be related to the frequency of oscillation of a properly 
contrived fluidic circuit. Ihis system, illustrated schematically 
in Fig, 3, consists of a Schmitt trigger, an OK/NOR gate and the 
pneumatic capacitor. 

When air flows from supply pressure P , the output of the Schmitt 
Trigger viiich leads to the input of the OR/NOR gate is active. This 
causes the output of the OR/NOR gate to switch to the right which al- 
lows the capacitor to charge. When the pressure P of the capacitor 
exceeds the bias pressure of the Schmitt Trigger, the output of the 
Schmitt Trigger switches. Consequently, the output of the OR/NOR gate 
switches, cillowing the capacitor to discharge. When the capacitor 
pressure drops below the bias pressure, the outputs switch back. Thus, 
the system oscillates and its frequency depends on the volume of the 
capacitor. As the capacitance decreases (increasing volurre of limb) the 
time constant decreases resulting in a faster rise time and consequently 
a higher frequency. 

The analysis of the system operation is based on the electrical analog 
of Fig. 4. The equations describing the charging and discharging are 
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respectively* The pressure is gauge pressure so that the initial 
conditions for (1) and (2) are P^ (0) = 0 and P^ (0) = (^2 ^ 

respectively. 

The respective tirwe constants are; 
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Assiming that the switching threshold pressures for the Schmitt 
trigger are and period of oscillation T is given by 
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Since a, 3 and are constant, it can be seen that the period 

T is linearly related to t ; using eq. (3) 
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hence 




theoretical frequency, found from 1/T, is cotpared in Fig. 5 
to the experimental results of a typical test. Vihile the experimental 
data are highly consistent, the sensitivity of the device is far below 
that predicted by theory. The sensitivity decreases with increasing 
volume of the chamber which definitely rules out the use of the LBNP 
tank as the capacitor chamber. 

Further modifications of the fluidic circuit provided no significant 
increase in the system sensitivity to volume changes. While this system 
was shewn to work in principal, it does not meet the requirements of the 
LBNP ej^riments nor that of general LVMS applications . 

C, Cptical Systems 
1. Moving Image 

In this method a light beam irtpinges upon the leg and the reflected 
beam is intercepted by a photosensitive pickup. With the position of 
the light source and sensor fixed, the point at vhich the reflected beam 
strikes the sensor will vary in proportion to movement of the leg surface. 
If the output of the sensor varies with position of the reflected beam, 
this output can be used as a measure of movsnent of the leg surface. 




Fig. 5 OQMPARIOT CF, THEORETICAL AND EXPERIMEISITAL RESPOSfSE 
OF THE PNEUMATIC PLETHYSMOGRAPH 
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The sensor can be made sensitive to position of the reflected beam by 
use of a transmission grating, a grid or by using an array of miniature 
photo diodes., 

If a well-defined beam of light is used, this technique gives very 
good results. Using a laser beam (2 MW laser) as the light source and a 
television caiTP-ra as thje sensor, the motion of the reflected beam was mon- 
itored on a television receiver. With a rectangular grid SL^jerinposed on 
the screen of the receiver, the system was easily calibrated in terms of 
displacement of a test surface. Tests with a disc rotated off-center 
showed the system to be both sensitive and accurate. 

A practical system using the moving image technique requires a 
rotating system or multiple source-receiver units; in either case, size 
restrictions pose a substantial design problem. Further development of 
this approach was therefore postponed until other optical techniques could 
be evaluated. 

2 . Contourcmetric 

The use of IVtoire' patterns or projected grids are kncwn to provide 
sensitive ireasures of relative motion or size [1, 18, 22] . Use of this 
technique requires the ccsrparison of photographs to quantify the varia- 
tions in size, shape or position. Autouatic data acquisition can 
conceivably be accomplished with optical scanners or a grid of sensitive 
photodiodes; however, the ccsrplexity of such systems and anticipated ejq^ense 
of development has restricted this approach to conceptual considerations. 

3. Reflective Scanner 

The reflective scanner is a modification of the photoelectric tech- 
nique in that it consists of a light source (light emitting diode, LED) 



18 


and a photosensitive receiver (phototransistor) mounted side by side. 

Light reflected fron a test surface is sensed by the phototransistor 
vtose output is then a very sensitive function of the distance from the 
test surface, A typical device of this type and a plot of the photo- 
transistor output as a function of distance frcm a test surface is 
illustrated in Fig. 6. The most appropriate light source for plethys- 
mograf^c applications appears to be a near-infrared (1-0 p) LED since, 
at this wavelength, skin reflectance (about 50%) is not strongly de- . 
pendent on either ethnic origin or degree of tan [16] . 

This type of transducer offers two mehtods of monitoring small motions 
of a surface; 

Mode 1, The direct output of the phototransister is calibrated 

as a function of distance from the test surface i.e., the 
scanner rerrmns in a fixed radial location and the output 
varies with motion of the surface. 

Mode 2. The scanner is maintained at a fixed distance from the sur- 
face by losing a feedback loop to vary the scanner's 
radial position to maintain a constant output. The 
scanner's motion, monitored by a displacement transducer', 
will be directly proportioned to the motion of the test 
surface. 

The latter mode of operation is particularly attractive since it 
should be independent of the surface reflectance and the unit could be 
rrede selfcalibrating and self-adjusting without physical contact wi-th 


the lirtib. 



PHOTOTRANSISTOR CURRENT IN MICROAMPERS 
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DISTANCE FROM TIP TO WHITE SURFACE 
IN INCHES _ 


Fig, 6. Cocmaercial reflective transducer characteristics 

(Skan-A-Matic Corp.) 
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A chord length across a general cross section can be measured by 
ocmbining the output of two transducers vhich are located on opposite 
sides of the section. In the case of the second mode of operation in 
vhich each scanner maintains a constant distance from the surface, the 
chord length d is given sinply by 

d = S - (X^ + X^) 

\jhexe S is the distance between the transducers and X is the distance 
from the test surface to the transducer. The distance X is essentially 
constant for a particiilar transducer and S is obtained by suitably sum- 
ming the outputs of the two displacement transducers. 

The reflective scanner technique was evaluated by using the direct 
output (Mode 1) and the calibration curve of Fig. 6 to obtain the diameter 
of a circular disc. The disc was rotated off-center with the two scanners 
mounted opposite each other on a line through the center of rotation. With 
measurements taken every 10 degrees of rotation, the percentage error 
ranged fron 0.012% to 1.2% based on cross sectional area.* 

Irtproved results should be obtained from coaxial scanners in \diich 
the infrared light is emitted from a cylindrical source surrounding the 
phototransistor. The second mode of operation remains to be evaluated and 
will requjLre sxiitable feedback circuits and drive units for practical 
operation. 


*The validity of deducing the cross sectional area of a non-circular 
cylinder frcm the measure^ient of circumference or frcm the measurement 
of a finite number of radii is examined in ^pendix A. 
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D. Electrcn^chanical 

1. LVDT Displacemeait Transducer 
The linear variable differential transformer (LVDT) provides a 
sensitive measrure of displacement of a local area. The integrated 
output of several LVDT's can be used to provide an accurate measure 
of the motion of an area of arbitrary size and shape. This technique 
applied to plethysmography was evaluated ly arranging a series of the 
transducers in a circular geometry as illustrated in Fig. 7. The 
transducers used have a stroke of 0.200 inches and an adapter was re- 
quired to provide the adjustability necessary to accomodate a variety 
of limb sizes. The adapter, illustrated in Fig. 8, is designed to slide 
in and out of a fixed frame and is held in position by an ”0" ring fric- 
tion seal. A probe is attached to the armature of the LVTD as shown and 
is lightly loaded by a spring. The LVTD's are all connected in series 
in such a way that the cambined output is -22 to +22 volts d. c. over the 
maximum stroke range. The voltages are thus surrmed algebraically and 
result in a measurement of the average displacement of linib surface. 

In operation, the limb is inserted in the fraite and the adapters 
are pressed inward until the tip touches the limb. Wlien they are released, 
the return spring retracts the adapter 0.20 in, leaving the sensor in con- 
tact with the limb at its outer stroke position. 

Tests of this assembly verified the sensitivity to be very good 
(better than 0.0004 inches displacement); however, accuracy suffered from 
variable indentation of the skin vinder the probe tips thus indicating 
questionable applicability of this concept to plethysmography. 




Fig. 7 LVDT PLETliYSIOGi^^PH 
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Fig- 8 ALiAPim FOR LVm’ PI?OHE 
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2. Odcunetric (rolling contact) 

Ccxisideration of the prcblenns associated with the LVDT unit led 
to the concept of rolling contact to measure limb circumference. This 
device utilizes a small disc or vheel that is revolved continuously 
around the limb. The wheel is nounted on a counter balanced arm which is 
spring loaded to keep the wheel in contact with the limb. The early 
versions of the odometric unit measured the lirtib circimiferenoe by mag- 
netic tape vtoch was driven by the viieel. Timing narks on the tape 
were sensed by a magnetic pickup mounted on the arm. Improved sensi- 
tivity and repeatability was obtained by replacing the tape system with 
an incremental shaft encoder mounted directly on the viieel. 

The wheel-encoder assen±>ly is mounted on a rotating drum surround- 
ing the limb. The photograph of Fig, 9 illustrates the first bench model 
of this system. The pcwer input and data output were through slip rings 
mounted on the rotating drum. Tests of this assembly indicated the need 
for a larger rotating drum (to accomodate a greater variety of leg sizes) 
and an alternate rreans of data transmission to avoid electrical noise 
generated by the slip rings. With the drum rotating at the rate of 12 
rpm the error per revolution was on the order of + 0.05 on when the slip 
rings were in good condition, 

Redesign of the odcnetric unit increased the inside diameter of the 
ix>tating ring from six inches to 8,5 inches and increased the sampling 
rate (rpxi) to 30/min. An optical coupling technique was developed to 
avoid slip ring noise in the data channels; improved slip rings were made 
to provide pcwer input to the rotating elerrents. 

The principle of operation of the redesigned unit is basically the 
sane as that of the original model. With reference to the elements shown 
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in Fig. 10, the shaft encoder creates 1000 equally spaced, rectangular 
pulses per shaft revolution as the unit is rotated about the liitb to be 
measured. Transistions (leading and trailing edges) are counted by a 
four digit BCD counter such that pulses occur 2000 times per shaft re- 
volution. Encoder transistions are counted through one revolution about 
the lii±>. The count is terminated and transferred as a 16 bit word to an 
optical register on the outer edge of the rotating device. The comter is 
cleared to zero as this transfer occurs. A rotating optical inteirupter 
is triggered by a stationary member at the san^ point in each revolution 
about the limb. This signal is used to terminate the count, transfer 
the 16 bit word and reset the counter to zero for the beginning of a new 
sanple. 

Each data word is stored in the optical register for one revolution 
while a new word is being generated in the BCD counter. It is during this 
storage revolution that the data word is optically scanned and transmitted 
to stationary electronics for display and processing. 

The scanning process is synchronized by a signal generated in sta- 
tionary optical inte3cn:p>ter \diich is triggered holes located above each 
LED in the optical register. As the optical register rotates through a 
sensor block the data word is loaded (least significant bit first) into 
a 16 bit shift register. After all sixteen bits have been loaded the 
word is transferred to a latch for storage and display in a 4 digit BCD 
register. During this storage cycle the data word is processed by a 
multiplying (3 BCD digit) digital-to-analog converter. The last three 
l^st significant digits are process^ into an analog signal for strip 
chart recording. Conversion of count to centimeters circumference is an 
additional function of the multiplying D/A converter. Conversion requires 
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only 1,5 usee and occurs once each time a new word is generated and 
transmitted to the fo\ir digit BCD register. 

The analog signal lags that of a reference Whitney gauge by approxi— 
inately 4 sec or two revolutions of the rotating ring (one revolution for 
covinting and one for data transfer to the stationary display'-processing 
unit) . 

Tests of the new unit (using a metal cylinder) showed the error per 
sanple was reduced to + one count, or, + 0.00886 cm/sairple. Baseline data 
on a human limb (at 30 rpm) indicated a maximum variation of + 2 counts/sairple 
(+ 0.018 cjVsarrple) . Typical analog output of the unit is shewn on the 
strip chart record of Fig. 11 vdiere it is certpared to the output of a 
Whitney gauge which was placed just distal to the odcanetric unit. 

The corplete system, consisting of the odanetric unit, signal display- 
processing unit and control unit, is shown in Fig, 12. The circuit diagrams, 
with associated wiring coordinates, for the system is contained in Ap- 
pendix B. 
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IV. SUMylARY 

Evalmtion of the various techniques by v^ich linib volume can 
be measured indicates that the odcmetric (electroniechanical) method 
and the reflective scanner (optical) have a high probability of 
meeting the specifications of the LBNP experiments . Both of these 
methods provide segmental raeasiarements from which the cross sectional 
area of the limb can be determined (See Appendix A) . 

The odcxnetric unit has been shewn to provide accurate measurements 
and has the advantage that the circumferential measurements are absolute. 
The rolling contact has minimal physiological interference and, if the 
skin does not stretch under the indentation, this contact does not affect 
the physical measurement. This unit sipplies both digital and analog 
output and does not require repeated calibration. Ihis concept has the 
disadvantages that 1) relative motion of the liirb is sensed by the en- 
coder assembly and 2) the data is sanpled at 2 second intervals rather 
than continuously. A faster saitpling rate results in a tendency for the 
wheel to bounce which induces extraneous counts. These dravtocks are 
balanced by the accuracy of the unit, its insensitivity to variations of 
environmental conditions and its simplicity of operation. 

The reflective scanner technique has not been developed to the point 
of providing a working plethysmograph, however, feasibility studies using 
painted surfaces have given encouraging results. The only rrajor dravteck 
to the use of reflective scanners is that each unit monitors the motion 
of a small area on the surface. This is a drawback only with respect to 
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the corplexity and cost of using maltiple \anits. The effect of varying 
orientation of the surface is ejq^ected to be minimized with the use of 
the coaxial units; however, this is yet to be evaluated. 

The advantages of a sirrple optical system vhich 1) produces no 
physiological interference, 2) is self ad jus ting and 3) is insensitive to 
small movements of the limb (other than volume change) are sufficiently 
attractive to justify continued study and development of this concept. 



33 . 


REFERENCES 


1. Carter, W.M. and Lange, K.O. , "Apparatiis for Forming Contour 
Lines," U.S. Patent N 2,981, 147, i^ril 25, 1961. 

2. Dahn, Inge, Jonson, B. , and Nilsen, R. , "A Plethysmographic 
Method for Determination of Flow and Volume Pulsation in a 
Limb," J. of Appl. Physiol ., vol. 28, pp. 333-336, 1970. 

3. Fewings, J.D. and Whelan, R.F., "Differences in Forearm Blood 
Flow Measured by Capacitance and Volume Plethysmography," 

Journal of Applied Physiology , vol. 21, pp. 334, 1966. 

4. Figar, S., "Sate Basic Deficiencies of the Plethysmographic 
Method and Possibilities of Avoiding Ihem," Anglo . , vol. 10, 
pp. 120-124, 1959. 

5. Figar, S., "Electro-Capacitance Plethysmography," Physiology , 
Boherasolov, vol. 8, pp. 275, 1959, 

6. Freeman, N.E. , "The Effect gf .Terrperature on the Bate of Blood 
Flow in the Normal and in the Sympathectomized Hand," Am. J, of 
Physiol. , vol. 113, pp. 384, 1935. 

7. Goetz, R.H., "The Rate and Control of Blood Flow through the 
Skin of Lower Ebctremeties , " Am, Heart J,, vol. 31, pp. 146-182, 

1946. 

8. Hertzman, A.B., "Photoelectric Plethysmography of the Nasal 
Septum in Man," Proc. Soc. Exper. Biol, and Med . , vol. 37, pp. 290, 
1937. 

9. Hill, R.V. , J.C. , Fling, J.L. , "Electrical Inpedance Plethysmography: 
A Critical Analysis," J. of Appl. Physiol ., vol. 22, pp. 161-168, 
1967. 

10. Hyman, C. and Winsor, T. , "History of Plethysmography," J. of 
Cardiovas . Surg . , vol. 2, pp. 506-518, 1961. 

11. Hyman, C. and Winsor, T., "The Application of the Segmental 
Plethysmograph to the Measurement of Blood Flew Through the Limbs 
of Human Beings," Am J. of Cardio ., vol. 6, pp. 667, 1960. 

12. Hyman, C. , Bumap, D., and Figar, S., "Bilateral Differences in 
Forearm Blood Flow as Measured with a Capacitance Plethysmograph," 
Journal of Applied Physiology , vol. 18, pp. 997, 1963. 



34 


13. Hyman, C. and Vfong, W.H., "Capillary Filtration Coefficient in 
the Extremities of Man in High Environental Terrperature," 

Circulation Research , vol. 22, pp* 251, 1968. 

14. Johnson, C.A. , "Effect of Amyl Nitrate Upon Finger Voli:ime," 

J. of Tab, and Clin. Med . , vol. 17, pp. 59, 1931. 

15. Jonson, B. , "Pulse Plethysmography," Scand. J. of Clin and 
Lab. Invest ., Suppl. 99, pp. 106-1-7, 1967. 

16. Kuppenheim, H.F. and R.R. Heer, Jr. , "Spectral Reflectance of 
White and Negro Skin Between 440 and lOOOmu," J. of Appl. 

Physiology, vol. 4, pp. 800, 1962. 

17. Landcwne, M. and Katz, L.N. , "A Critique of the Plethysmographic 
Method of Measuring Blood Flow in the Extremities of Man , " Am 
Heart J., vol. 23, pp. 644-675, 1942. 

18. Lange, K.O. and Lange, K.W. , "A New Method of Measuring Facial 
Geometry," The Journal of Prosthetic Dentistry , vol. 29, no. 2, 
pp. 132-138, February 1973. 

19. Lund, F., "Plethysmography for Recording of Digital Volume Pulse," 
Scand. J. of Clin, and Lab. Invest ., Suppl. 99, pp. 110-112, 1967. 

20. Mannex, H.R. and Gowen, R.J. , "A Liirib Volume Transducer for Space- 
flight implications," Proceedings of the 8th International Conference 
on Medicine and Biology in Engineering , Chicago, 1969. 

21. Nyboer, Jan, Electrical Impedance Plethysnography , Charles C. 

Thomas Pub. Co., 1970. 

22. Takasaki, H., "Moire' Topography," implied Optics, vol. 9, no. 6, 
pp. 1457-1472, June 1970. 

23. Winsor, T. , "Clinical Plethysmography, Pairt I; An Irrproved Direct 
Writing Plethysmograph," Angio, vol. 3, pp, 134-148, 1953. 

24. Whitney, R.J., "The Measurement of Volume Changes in Human Limbs," 

J. of Physiol ., vol. 121, pp. 1-27, 1953. 

25. Willoughby, E.O. , "A constant Frequency Differential Electronic 
Capacitance Plethysmograph," Proceedings of the Institution of 
Radio and Electronic Engineers, Australia, vol, -26, pp. 264, 1965. 

26. Wood, J.E. and Eckstein, J.W. , "A Tandem Forearm Plethysmograph 

for Study of Acute Responses of the Peripheral Veins of Man: The 

Effect of Environmental and Local* Ifenperature Change and the Effect 

’ of Pooling Blood in the Extremities," J. of Clin. Invest., vol. 37, 
pp. 41-50, 1950. 



APPENDIX A 


Evaluation of Method of C^^taining Cross Sectional Area of 
Non-Syrnmetrical Areas from Measurement of Circumference or 
from a Finite Number of Radii. 



CROSS SECTIONAL AREA 
FROM 

RADIAL MEASUREMENTS 
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Some of the schemes for determining volume which have been developed 
for this work involve the measurement of a finite number of radii of an 
area of nearly circular cross section. In the application of these 
methods , it is important to know how many such radii must be measured and 
to what accuracy each measurement must be made in order to achieve a given 
accuracy in the final result. 

Consider a closed cross-section of area A. Let an estimate of the 
area be denoted by A^. Then the error associated with the estimate will be 



(A-1) 


Let n radii be measured from the edge of the area to a fixed interior 
point of the cross section. For simplicity, we assume the radii are equally 
spaced at the angle 2Tr/n, One estimate of the area (more complicated form- 
ulas can be used) is given by 


n 



Let us now define 



(A-3) 


so that 
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n 


-I 


e i=l 


(A-4) 


(A- 5) 


If the basic measure is the radius, then the error associated with A is 

i 

6A. = A. 2 — 

1 1 r 

and that with A is 
e 

i=l 


(A-6) 


Now, if a representative error in r is taken to be a constant 
6r 

1 

r r . 


(A- 7) 


and the assumption is made that each radius measurement is independent of 
each other radius measurement, we have from equations A-6 and A-7, 


n 

6A - 2e y A. „ . 

e ^ L ^ i = 2eA 
1=1 r e 


or by comparison with equation A-1, 


€ = 2e 

A , r (A-8) 

so that the error in an area determination can be as bad as twice the error 
in a single radius measurement. 

The above analysis yields the so-called maximum indeterminate error. 
Such an analysis does not give a realistic estimate of the error, however, 
since it assumes that all of the errors in A. would be equal to the max- 
imum value and all could be in the same direction. A better approach 
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is to assume that the errors in are normally distributed, so that 
instead of equation A-6 we have, 

I 

^®v^] (A-9) 

i=l 

Again, if we use equation A-5 and take equation A- 7 as a representative 
constant error in the radius measurement, we have 



or, using equations A- 1, A-2, and A-3 


(A- 10) 



(A- 11) 


The important features of this result can be deduced by assuming that 
the object whose area is being measured is a circle of radius r. Then 


I 



i=l 


4 

n r 


and 



2 

n r 


so that 


€ 


A 



e 

r 


(A- 12) 
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Although the error is greater than this if the area is non- circular, 

the reciprocal dependence on /n will be unchanged. As an example, suppose 

the mean radius of the cross-section Whose area is to be found is 50 mm, 

that a measurement system capable of determining the radius to 1 mm is 

available and that 25 independent radius measurements are made. Then 

e = 0,02 and e. = 0.008. 

^ A 
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Determination of Cross-Sectional Area 
from Circumference Measurements 

Consider an expanding polygon composed of several sided as 
shown in Figure A-1, 

Let p = perimeter of the inside boundary 

A = area enclosed within the inside boundary 
7AA = area added, or area between inside and outside boundaries 
Ar = distance between inside and outside boundaries 
Further, let Ap = increase in perimeter between inside and outside 
boundaries. The assumption must be made at this point that there 
will be a circular contour of the boundary at the corners, also 
shown in Figure A-1. Now, if all these areas at the corners are 
brought together, they will form a circle, as shown, the radius 
of which will be Ar and the perimeter, Ap. 

This circle will now give the relationship between Ap and 
aA that is required. 


But, Ap = 

aA = p Ar + 
2 it Ar 

irAr 

(A-13) 

Hence, 

&A = p |^ + 

4ir^ 

(A-14) 


aA = &p ( 


(A-15) 


AA = Ap ( 

y. 

TT ^ 

(A-1 6) 

If Ap is small 

compared to 2p, 

then 



AA = Ap 


(A-17) 


It further is noted that if the number of sides of the polygon is 
increased Indefinitely, then the polygon approaches a closed curve, 
and the same relationship still holds. 


For a circle 

A = I (A-1 8) 

where d = diameter of the circle 



41 . 





Also, p = ird 
Hen 
and 


2 2 2 
Hence, = tt d 


and 


= £-- ' 
J- 

2 

• A = ^ K 

.. 4 ^2 

§- 

dp 2 ^it 


dA = ^ p 


„2 

iU. 

4tt 


(A-19) 

(A-20) 
(A-21 ) 

(A-22) 


Thus, the formula developed for the expanding polygon or irregularily 
shaped curve is the same as that for a circle as Ap approaches zero. 
This means that for an irregularily closed curve the change in area 
would be the same as that for a circle whose circumference is equal 
to the perimeter of the closed curve, for incremental changes of 
perimeter. 

Now, if the timing marks, either magnetic or optical, are 
recorded against time, and if the time for each complete circum- 
ference of the limb is noted on this same record, then there will 
be sufficient information is make a plot of cross-sectional area 
vs. time. 

It should be pointed out that only two assumptions were made 
in this derivation: 

1) That the change in perimeter is small in comparison to 
twice the original perimeter, and ' 

2) That there is a uniform change between the inside and outside 
boundaries, or, in other words, Ar remains constant. 

The first of these assumptions seem valid since the change 
of the limb perimeter will be very small compared with twice the 
original perimeter. The second, however, will require some evalua- 
tion, since it is not certain that the limb will increase uniformly. 

To evaluate the effect of non-circular shapes which increase 
non-uniformily a mathematical model was constructed using an ellipse 
as a basis. The major and minor axes of this ellipse were 5.0 inches 



and 4.0 inches, selected to approximate a typical limb cross-section. 
A program was written to evaluate the area and perimeter. Then 
the major axis was incremented by 0,010 inches in 10 steps while 
at the same time the minor axis was incremented only 0.9 of the 
major axis, or 0.009 inches. Calculations were made to evaluate 
the area by the method illustrated in Figure A-1 , and by the theore- 
tical method. The results showed a percent error of only 0.0579 
percent, which indicates that even though the change in a radial 
direction might not be completely uniform, the error is still 
quite within an acceptable range. For a uniform increase the 
error was less than 0.009 percent. Experimental work will be need- 
ed to verify these results. 



APPENDIX B 


Circuit Diagram and Wiring Coordinates 
for the 

Optically Isolated Odonetric Plethysmograph 
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GROUND MAP 


V MAP 
cc 


1,8 

2.7 

4.7 

5.7 

6,10 

7.10 

8.10 

9,10 

10,12 

11,12 

12,12 

13,12 

14.7 

15.7 

16.7 


1,16 

2.14 

4.14 

5.14 

6.5 

7.5 

8.5 

9.5 

10.5 

11.5 

12.5 

13.5 

14.14 

15.14 

16.14 
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5,3;16,12 


8,1;8,12 

1,1;2,3 

5,3;10,4 


8,2;7,2 


5,3,'10,13 


8,2;9,2 

1,4;2,5 

5,6;9,2 


8,6;GND 

1,7;3,4 

5,9;V 

cc 


8,8;11,6 

1,9;GND 

5,10;C.S. 


8,9;11,3 


5,11;C.S. 


8,11;11,7 

1,12;2,4 



8,12;8,1 

1,15;3,5 

6,1;6,12 


8,12;11,2 


6,2;7,2 


8,14;7,11 

2,2;ENC 

6,8;13,6 



2,3;1,1 

6,6;GND 


9,1;9,12 

2,3;1,10 

6,9;13,3 


9,2;8,2 

2,4;L,12 

6,11;13,7 


9,2;5,6 

2,5;1,4 

6,11;7,14 


9,6;GND 

2,6;6,14 

6,12;13,2 


9,8;10,6 


6,14;2,6 


9,9;10,3 

3,3;4,5 

- 


9,U;10,7 

3,4;1,7 

7,1;7,12 


9,12;10,2 

3,5;1,15 

7,2;6,2 


9,14;8,11 

3,10;3,11 

' 7,2;8,2 



3,11;V 

cc 

7,6;GND 



3,12;GND 

7,8;12,6 




7,9;12,3 



4,5;3,3 

7,11, ;12, 7 



4,9;V 

cc 

7,11;8,14 

7,12;12,2 

7,14;6,11 





